
Press "SET-UP"

Quick Set-up Guide

BR6020-11

1412i/1314i Photoacoustic Gas Monitor

"YES"

"NO"

Returns to

Previous Head

Returns to

Previous Head

"NO" "YES"

Environment

Auto

Length of Sampling Tube

Fixed Time

Chamber Flushing Time

Tube Flushing

Tube Flushing Time

Monitoring Task Set-up Number

Sample Continuously?

Sampling Interval

Monitor for a Pre-set Period?

Monitoring Period

Compensate for Water Vap. Interference?

Compensate for Cross Interference?

Measure Gas A:...........?

Measure Gas B:...........?

Measure Gas C:...........?

Measure Gas D:...........?

Measure Gas E:...........?

Measure Water Vapour?

Monitoring Task 

Store Measurement History?

Normalization Temperature

MEASUREMENT

"YES"

Returns to

Previous Head

Print Gas A:...........?

Print Gas B:...........?

Print Gas C:...........?

Print Gas D:...........?

Print Gas E:...........?

Print Water Vapour?

Print Air Pressure?

Select Text Line Terminator

Averaging Period (only 1412i)

Print Each Gas

FORMAT

Returns to

Previous Head

Returns to

Previous Head

Returns to

Previous Head

Returns to
Previous Head

Returns to

Returns to

Previous Head

Previous Head

Returns to

Previous Head

Select UA number for Filter A

Filter Bank Number

Check and/or Change Set-up for Filter A?

Gas A is "................"

Molecular Weight of Gas A

Filter A Sample Integration Time

Check and/or Change Set-up for Filter B?

Select UA number for Filter B

etc.

Check and/or Change Set-up for Filter W?

Gas A High Alarm Limit 1
Returns to

Previous Head

Filters

Returns to

Previous Head

Filter W Sample Integration Time

"NO"

"NO"

Select Concentration Unit

Units

Select Length Unit

Select Temperature Unit

Select Pressure Unit

Select Humidity Unit

Connections*

Select Printer Connection

Printers Address

EthernetRS232

Communication

RS 232C*

Select Number of Stop Bits

Select Number of Data Bits

Select Parity Check

Select Hardware Mode

Select Handshake Type

Select Baud Rate

Tests

Regular Self Tests

Print Data Log?

Print Error Log?

Continuos Warm System?

Clock

Current Date

Current Time

"NO"

* Remember to partial reset 1412i/1314i if any 
parameter in this branch is changed

Returns to

Previous Head

Save Default

Save Current Set-up as Default?

"NO" "YES”

System

CONFIGURATION

Gas A High Alarm Limit 2

Gas W High Alarm Limit 2

Sound

General

Sound Volume

Gas W High Alarm Limit 1

Is 1412i's IP Address Set by DHCP?

Ethernet

1412i's IP Address  .....

1412i's IP Port Number .....

Protected IP Address ....

"NO"

1412i's IP Port Number .....

Protected IP Address .....

Current DHCP Address .....

"YES”
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